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Abstract, in order to evaluate the potential of MEMS deformable mirrors for open-loop applications, a com- 
plete calibration process was performed on a 1024-actuator mirror. The mirror must be perfectly calibrated to 
obtain deterministic membrane deflection. The actuator's stroke-voltage relationship and the effect of the non- 
additivity of the influence functions are studied and finally integrated in an open-loop control process. This ex- 
periment aimed at minimizing the residual error obtained in open-loop control. 
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1 Introduction 

In the prospective of new Extremely Large Telescopes (ELTs) and their related science instruments, the 
need for open-loop (OL) control of deformable mirrors (DM) is increasing. Much of the research in this 
area focuses on the development of an accurate model| 1 1|2||3||4||5| for Micro-Electro-Mechanical- 
Systems (MEMS) DMs. With a continuous membrane DM, each actuator deflection is the direct result 
of the voltage it receives combined with the indirect effect of the vertical deflection of the actuators 
surrounding it. In order to build an accurate model of a MEMS DM with a continuous membrane, 
one needs to quantify both the non-linear relationship between the input voltage and the resulting 
actuator deflection as well as the effect of the coupling (through the membrane) between neighbouring 
actuators. In this paper, we first present the results of a thorough DM characterisation. Sec.[3]is focused 
on the stroke-voltage relationship while Sec. |4] describes the influence function (IF) non-additivity. 
Finally, Sec.|5j illustrates the benefit that such characterisation can provide for 'model free' OL control 
of MEMS. 



2 Experimental setup 

The experimental setup consists of a 1024 actuators Boston Micromachines MEMS DM with 150 
Volts (14 bit resolution) electronics manufactured by NASA JPL. A Zygo PTI 250 interferometer is 
positioned in front of the DM. The interferometer beam pass through a density filter to improve the 
fringe contrast. A first computer is dedicated to the Zygo interface (metrology software and interfer- 
ometer command) while a second computer controls the DM electronics, initiates the interferometer 
measurement and transfers the recorded data to the laboratory data server. DM and interferometer are 
set on a vibration isolation optical table. 
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Fig. 1. (a) Stroke-voltage relationship and (b) stroke-squared voltage relationship, for the 324 actuators. All actu- 
ators present a maximum stroke of approximately 0.5 micron. The blue line corresponds to a defective actuator, 
coupled with an actuator located outside the array of interest. 

3 Calibration of the actuator stroke-voltage relationship 

For MEMS, the stroke-voltage relationship for an actuator / is quadratic and can be described by the 
following equation: 



stroke{i) — gain(i). V(i)^ + bias(i) (1) 

where V is the voltage sent to the actuator, bias is the actuator offset and gain is the actuator gain. 

The precise calibration of each actuator's stroke-voltage relationship is a critical step toward ac- 
curate open-loop control of the deformable mirror. For this experiment, due to a large number of 
malfunctioning actuators located on the right side of the DM, an array of 18 by 18 actuators (total 
of 324 actuators) is selected. Only one actuator among the 324 is coupled with an actuator located 
outside of the array. This actuator presents a reduced maximum stroke and can be seen in Fig. [T] (blue 
curve). With a maximum voltage output of 150 Volts, the resulting maximum stroke is approximately 
0.5 micron. In Sec. |5] Eq. [1] will be inverted to obtain the input voltage from the desired stroke and 
inject it in the open-loop control process. 



4 Characterization of influence function non-additivity 

To study the influence function non-additivity, several random pairs of neighbouring actuators within 
the array of interest are selected. This section will present only the results obtained for the pair of 
actuators indexed 169 and 170, which are representative of the other actuators tested. Three tests were 
conducted to characterise the non-additivity. 

First, for each pair of actuators, the membrane was set to a bias voltage of Volt. The 2 actuators 
under test were first push independently to 50 Volts, 100 Volts, and 150 Volts. Then, the 2 actuators 
were pushed simultaneously to these 3 voltages. 

This test is repeated with a bias voltage of 150 volts while the actuators are released independently 
then simultaneously to Volt, 50 Volts, and 100 Volts. 
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Finally, a third test focus on the non-additivity effects when the pair of actuators are on a push-pull 
configuration. 

Fig.|2](a) shows the 'contour cut' of the influence function when each actuator is pushed indepen- 
dently (green and red contours) then simultaneously (light blue contour labeled poke2) to 100 Volts 
while the bias voltage is Volts. The linear sum (obtained numerically after the measurement) is also 
presented (dark blue contour, labeled sum) as well as the difference between the poke2 and the linear 
sum (purple plot, labeled poke2 - sum). 



4.1 Pair of neighbouring actuators 

The results obtained with the pair of neighbouring actuators indexed 169 and 170 are presented in 
Fig. 13 

(a) corresponds to a bias of Volt while (b) corresponds to a bias of 150 Volts. From here forward, 
the relative voltage will be defined as the difference between the bias voltage (applied to the whole 
DM) and the input voltage (only applied to the pair of neighbouring actuators under test). For example, 
for a bias voltage of 150 Volts, and an input voltage of 100 Volts, the relative voltage is 50 Volts or for 
a bias voltage of Volt, and an input voltage of 50 Volts, the relative voltage is also 50 Volts. Fig. [3] 
reveals four remarkable non-linear behaviours. 

- The strokes obtained with a Volt bias are much larger than the strokes obtained with a 150 Volts 
bias for the entire range of input voltage values. 

- The linear sum (labeled sum) is always providing a smaller stroke than the pair of actuators poked 
simultaneously (labeled poke2) except in one particular case, when the bias voltage is Volt and 
the input voltage is 150 Volts. 

- The difference in stroke between a relative voltage of 100 Volts and a relative voltage of 150 Volts, 
varies from approximately 0.5 microns with a bias of Volt to less than 0.1 microns with a bias of 
150 Volts. 

- Unlike preceding models f5l of 2 actuators poked simultaneously and presenting a resulting influ- 
ence function peak shaped with a flat top, this experiment reveals the presence of a dip at the top 
of the peak. 

To explain these behaviours, several factors need to be taken into account. First, at Volt bias (cor- 
responding to the default DM position), the membrane is relatively flat and undergoes no stretch. 
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Fig. 3. Non- additivity of influence function measurement for a pair of actuators with (a) a bias of Volt and (b) 
a bias of 150 Volts. 



However, at 150 Volts bias, the membrane becomes slightly dome shaped and stretched due to the 
fact that the edge actuators have less available stroke than the actuators located closer to the center. 
This additional stretch decreases the elasticity available for the pair of actuators under test, resulting 
in a smaller stroke. This elasticity saturation can also explain the difference in stroke between similar 
relative voltages (lOOV and 150V) for the 2 different bias (OV and 150 V). 

Another factor that contributes to this difference relies on the stroke-voltage relationship of each 
actuator. Fig. [T] (a), presents the typical quadratic relationship between stroke and voltage. At the 
beginning, the stroke increase is much slower than the voltage increase. After a midpoint, located 
around 100 Volts for this apparatus, the stroke increase is much faster and follows the voltage increase 
in a near linear fashion. A relative voltage of 50 Volts in the V bias configuration corresponds to 
a slow stroke increase thus providing a small stroke. This same relative voltage in the 150 Volts bias 
configuration corresponds to a point further up the curve, providing a larger stroke. 



4.2 Push-pull 

In a push-puU configuration, the pair of actuators are pushed in opposite direction. As opposed to 
other DM technology where the actuation is 'bidimentional', up or down (such as piezo-stack DM), 
the MEMS DM presents a characteristic pull-in behaviour. In order to set the actuators in a push-pull 
configuration, we added a bias of 100 Volts then set the actuator indexed 169 to 77 Volts and the 
actuator 170 to 118 Volts. This provides a peak to valley stroke of 0.2 micron. This stroke is kept 
relatively small to limit the stress undergoes by the membrane and avoid to damage it. 

Fig.|2](b) shows that the non-additivity of influence function is compensated when the actuators 
are in this configuration (plots sum and poke2 are on top of each other). This is an encouraging result 
since the actuators configuration when the DM try to compensate for atmosphere turbulence is close 
to a push-pull. 



4.3 Array of 3 by 3 

The test described in Sec. 14. II are repeated with an array of 3 by 3 actuators. Fig. |4](a), presents the 
comparison between the 3 by 3 actuators which are first pushed together (labelled poke3) and second 
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Fig. 4. Non- additivity of influence function measurement for an array of 3 by 3 actuators with (a) a bias of Volt 
and (b) a bias of 150 volts. 



pushed independently and added numerically (labelled sum) at relative voltages of 50 Volts, 100 Volts 
and 150 Volts. Fig.|4](b) presents these results when the bias is 150 Volts. At Volt bias, the linear 
sum always provides a larger stroke than pushing the actuators simultaneously. However, at 150 Volts 
bias, the opposite effect occurs and the pokeS is always larger than the linear sum. An array of 3 
by 3 actuators pushed together has a much larger strength than each actuator pushed independently . 
Thus, when the membrane elasticity is reduced due to stretching, the poke3 gives larger stroke than the 
linear sum. The stretching effect is also responsible for the large variation between the stroke obtained 
for a relative voltage of 150 Volts at Volts bias (approximately 1.4 microns) and at 150 Volts bias 
(approximately 0.9 microns). Finally, at Volt bias, the influence function presents a much larger 
profile than the one obtained at 150 Volts bias. 



5 Open-loop control performance 

The goal of this section is the DM open-loop control using only the calibration of the actuator's stroke- 
voltage relationship and influence function, studied in Sec.[3]and Sec.|4] 

First, 100 computer generated phase screens are simulated to match the atmosphere turbulence as 
seen by a 30 m diameter telescope (ro = 15 cm, Lq - 60 m, wind speed(unirectionnal) = 10 m.i~') 
then scaled to match the DM's maximum stroke. The least squared fit of the phase screens projected 
onto the normalised influence functions provides the actuator stroke maps. Fig.[T](b), shows that the 
stroke and the squared voltage follow a linear pattern. The gain and bias coefficients needed in Eq. [T] 
are extracted from this stroke-voltage characterisation. The voltage maps to be sent to the DM are 
finallly deduced from the stroke maps by reversing Eq.[T] 

The multiplication of the stroke maps by the normalised influence functions gives the fitted phase 
screens. The fitting error is the result of the difference between the original phase screens and the fitted 
phase screens. The fitting error coiTesponds to the DM sampling error due to the limited number of 
actuators. Fig.|5]gives the rms of the fitting error and the rms of the measurement eiTor (or open-loop 
error) as a function of the rms of the generated phase screen. 

A subsequent paper (Blain et al., 2009) is dedicated to the optimisation of MEMS open-loop con- 
trol using only the characterisation of the actuator's stroke-voltage relationship and influence function. 
This paper presents the open-loop performance achieved for a 1024-actuator MEMS driven with an 
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Fig. 5. Open-loop rms and fitting error rms versus phase screen rms. 



Table 1. Presentation of tiie mean rms values for 100 phase screens. 



phase scr. 


proj. on IF 


fitting error 


open-loop error 


DM error 


open loop 
phase scr. 


DM 
phase scr. 


96.73nm 


95.78nm 


13.30nm 


16.52nm 


10.78nm 


17.28 % 


11.23 % 



upgraded electronic (maximum output voltage = 200 Volts). Tab.[T]gives an overview of the mean rms 
results obtained with this upgraded apparatus. The DM error, corresponding to the difference between 
the open-loop error and the fitting error, gives an estimate of the error due to the DM non-linear effects. 



6 Conclusion 

In this paper, the influence function non-additivity are linked to the combination of elasticity loss 
(due to membrane stretching) and to the actuator's quadratic stroke-voltage relationship. It has been 
shown that these IF non-additive eff'ects are cancelled in a push-pull configuration. As a result, the IF 
non-additivity may prove to be negligible when a random shape (such as a turbulent phase screen) is 
applied to the DM. The characterisation of the actuator stroke-voltage relationship and the actuator 
influence function are integrated in order to control the DM in open-loop. Encouraging performances 
are obtained. With original mean phase screens of 96.73 nm rms, the mean open-loop rms obtained is 
16.52 nm and the mean fitting error rms is 13.30 nm. A more detailed study of the open-loop control 
of MEMS through actuator calibration can be found in a subsequent paper (Blain et al., 2009). 
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